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Abstract— A  modification  of  earlier  methods  for  the  determination  of  the  weight  of  suspended 
matter  in  0-5  to  5  1.  of  sea  water  is  presented.  Filter  pore  size  can  be  selected  to  meet  the  requirements 
of  the  experiment.  The  precision  is  ±  015  mg  at  the  95  percent  level.  The  material  can  be  subjected 
to  subsequent  analysis  if  the  presence  of  the  fitter  does  not  interfere. 


INTRODUCTION 

In  1950,  Krey  published  a  method  for  determining  the  weight  of  suspended  matter 
(‘  scston  ’)  ir.  sea  water.  Samples  of  about  one  litre  were  filtered  on  board  ship  through 
weighed  paper  filters  of  1*3/4  pore  diameter.  After  filtration,  the  filters  were  oven- 
dried,  stored,  and  weighed  in  the  laboratory.  To  compensate  for  changes  in  weight 
due  to  changes  in  humidity  of  the  air,  control  filters  were  treated  the  same  way 
except  that  no  water  had  been  filtered  through  them.  Paper  filters  were  chosen 
because  of  economy  and  because  the  pore  size  was  thought  to  be  small  enough  to 
retain  all  living  material.  Because  there  is  no  naturally  limited  size  range  of  suspended 
matter  in  the  sea,  the  choice  of  pore  size  is  arbitrary  and  depends  on  the  purpose  of 
the  investigation.  The  precision,  ±  0-2  mg,  corresponded  to  about  10  per  cent  of 
weight  of  the  suspended  matter.  Employing  a  better  balance,  the  precision  was 
later  improved  to  at  least  ±0-1  mg  (Krey,  1953),  but  the  confidence  level  was 
not  indicated. 

Seston  weights  from  the  southwestern  North  Sea  were  directly  proportional  to 
extinction  coefficients  found  from  concurrent  beam  transmission  measurements 
using  red  light  (Joseph,  1953).  The  slope  of  the  regression  line  varied  for  different 
regions  (and  in  the  same  region,  for  different  years,  Banse,  1956)  because  of  varying 
particle  sizes.  In  the  regions  studied,  the  regressions  crossed  the  abscissa  at  values  of 
about  —  0-6  to  ~  1*3  mg/1  seston,  indicating  that  this  was,  on  the  average,  the 
amount  of  material  passed  by  the  filters,  a  small  part  of  the  total  seston.  However, 
paper  filters  may  pass  more  than  50  per  cent  of  the  scston  in  the  open  ocean, 
judging  from  the  size  ranges  of  particles  reported  by  Lisitzin  (1961).  Because 
material  passed  by  the  filters  may  be  of  interest  in  optical  or  geological  studies, 

•Registered  trademark,  Millipore  Filter  Corp.,  Bedford,  Mass, 
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a  variation  of  Krey’s  method  employing  Milliporc®  filters  is  proposed.  The  use  of 
‘  molecular  ’  filters  for  scston  determinations  has  been  suggested  by  Goldberg  cl  at. 
(1952).  Probably  because  of  the  electrostatic  charge  on  the  filters,  Goldberg  et  at. 
found  that  weights  of  the  filters  were  uncertain  by  ±  0*2  mg  (see  also  Lisitzin, 
1956),  a  finding  in  agreement  with  our  results  when  using  an  ordinary  analytical 
balance.  Because  controls  must  also  be  weighed  when  using  Milliporc^  filters, 
the  final  precision  of  scston  weights  would  be  about  ±  06  mg  at  the  95  per  cent  level 
of  significance. 

We  worked  out  the  following  procedure  for  47  mm  HA  Milliporc40  filters 
(0-45  /a  ±  002  n  pore  size)  which  we  use  for  chlorophyll  determination  as  well. 
The  error  due  to  electrostatic  charges  is  eliminated  by  weighing  filters  over  alpha- 
particle  emitting  polonium  with  a  Cahn  Gram  Electrobalance*,  and  a  precision  of 
final  weights  of  ±  0-15  mg  at  the  95  per  cent  level  can  be  achieved.  The  procedure 
differs  from  that  recommended  by  the  Millipore  Filter  Corporation  (Unpublished 
Manuscripts,  1960  and  1962)  for  determination  of  particulate  matter  in  hydraulic 
fluids  and  in  fuels,  by  using  more  than  one  control  filter. 

After  having  worked  for  ten  years  with  scston,  the  senior  author  is  convinced 
after  a  thorough  trial  of  the  method  described  bciow  involving  considerable  original 
work  that  a  report  is  justified  at  this  time.  The  results  should  save  much  time  that 
might  be  spent  by  others  devising  as  accurate  a  procedure. 

PRO  ROSE  I)  PROCEDURE 

Factory-cut  Millipore'*  filters  of  47  mm,  or  smaller  diameter,  arc  numbered  on 
the  margin  with  a  ballpoint  pen,  soaked  for  a  few  minutes  in  distilled  water,  put  on 
aluminium  foil  and  dried  for  one  hour  at  70~80°C.  After  cooling  in  a  desiccator, 
they  are  weighed,  and  five  filters  of  each  50  arc  set  aside  as  controls.  Subsequently, 
the  controls  are  treated  exactly  like  the  test  filters  except  that  no  water  is  filtered 
through  them. 

Before  inserting  the  test  filter  in  the  filter  holder,  a  small  slip  of  aluminium  foil 
is  placed  under  the  margin  of  the  filter  disc  to  facilitate  removal  of  the  wet  filter. 
A  known  volume  of  water  is  filtered  with  a  negative  pressure  not  above  2/3  of  an 
atmosphere  (500  mm  of  mercury)  to  avoid  fragmentation  of  fragile  organisms 
(G.  C.  Anderson,  personal  communication).  The  filter  is  washed  two  or  three  times 
with  5-10  ml  distilled  W3ter,  the  vacuum  is  released  and  the  funnel  removed.  Vacuum 
is  applied  again  and  the  margin  of  the  filter  is  then  washed  two  or  three  times.  After 
releasing  the  vacuum,  the  filter  is  removed.  Test  filters  arc  then  desiccated  with  the 
control  filters.  They  can  be  stored  for  an  indefinite  period.  Before  reweighing,  the 
filters  may  be  dried  in  an  oven  as  before. 

The  weight  of  suspended  matter  is  the  difference  between  initial  and  final  weights 
of  the  test  filters,  plus  or  minus  the  average  change  of  weight  of  the  control  filters. 

REMARKS  ON  THE  PROCEDURE 

Weights  of  47  mm  HA  filters  vary  between  60  and  100  mg  but  arc  reasonably 
constant  within  a  lot.  In  order  to  show  reproducibility  of  filter  weights,  ten  filters 

•Cahn  Instrument  Company,  Paramount,  California.  Ainsworth  &  Sons  Inc.,  Mcttlcr  Instrument 
Corporation,  and  Sartorius-Werkc  AG.  produce  instruments  for  the  same  purpose. 
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were  washed,  air-dried  and  weighed  iv/!  seven  successive  times  (a),  and  eleven 
filters  were  washed,  oven-dried  and  weighed  for  eleven  successive  times  (b).  The 
mean  weights  of  both  oven-  and  air-dried  filters  fluctuated  as  much  as  0-6  mg 
from  day  to  day,  presumably  due  to  changes  in  humidity.  The  mean  initial  weights 
of  the  two  groups  of  filters  were  us<\i  as  controls.  The  day  to  day  means  were  sub¬ 
tracted  from  the  initial  mean  and  the  differences  were  added  or  subtracted  to  the 
respective  daily  individual  weights.  Thus  all  corrected  weights  for  each  filter  could  be 
considered  as  replicates.  Standard  deviations  were  calculated  for  all  filters  and  were 
pooled  to  estimate  the  standard  deviation.  The  results  were  :  (a)  ±  0-057  mg  and 
(b)  ±  0-054  mg,  with  a  ‘  ’  value  of  0-46.  It  is  concluded  that  air-  or  oven-drying 
produces  the  same  results,  because  at  the  95  per  cent  level  (a)  and  (b)  must  be  con¬ 
sidered  as  equal,  and  weight  changes  can  be  accounted  for  by  weighing  control  filters. 
To  keep  the  error  of  the  control  filter  small,  five  control  filters  should  be  used.  The 
final  result  is  the  difference  between  two  test  filter  weights,  corrected  by  the  difference 
between  the  weight  of  five  control  filters.  At  the  95  per  cent  level,  the  probable 

/  ‘(Hip  n-052 

error  of  the  result  is  twice  £  /0-052  -|-  0-052  -f  -  -f-  ,  or  about  ±  0-15  mg. 

Even  in  the  open  ocean,  the  amount  of  suspended  matter  is  not  much  below  1  nig/I, 
and  several  litres  may  be  filtered  to  reduce  the  percentage  error. 

Following  an  initial  weight  loss  of  a  few  tenths  of  a  percent  upon  soaking  in  water 
for  two  to  three  minutes,  no  further  weight  change  occurs  upon  soaking  for  one  hour, 
or  upon  filtering  100  ml  of  distilled  water.  A  set  of  six  filters  was  soaked  for  16 
successive  one-minute  periods,  and  another  set  of  six  was  soaked  for  16  successive 
one-hour  periods.  Following  each  soaking  period,  three  of  each  set  were  oven-dried, 
three  desiccated  and  weighed.  These  treatments  did  not  change  the  weight  when 
compared  with  control  filters.  To  test  the  effect  of  sea  water  on  the  filters,  prefiltered 
sea  water  was  passed  for  about  one  minute  through  eight  filters,  which  were  then 
washed  properly  with  distilled  water.  A  decrease  in  the  mean  weight  of  0-03  mg 
.1:  0-02  mg  was  observed,  but  this  change  is  not  significant,  in  view  of  the  error  in 
the  control  weight. 


N  OTES 

1.  If  the  lots  of  filters  vary  too  much  (more  than  10  mg  for  a  47  nun  filter), 
five  control  filters  from  each  25  should  be  used.  U  is  always  necessary  to  weigh  the 
controls  before  and  after  the  lot  has  been  weighed. 

2.  Filters  should  be  handled  only  with  flat-biaded  forceps  without  serrated  tips. 
Filters  dried  on  glass  or  enamel  may  stick,  but  aluminium  foil  is  satisfactory.  Oven- 
drying  at  70°C  is  generally  the  fastest  and  safest  procedure.  The  choice  of  oven-  or  air¬ 
drying  depends  on  the  material.  Drying  at  higher  temperatures  makes  filters  brittle 
and  difficult  to  handle  but  I05CC  can  be  used. 

3.  Filtration  on  board  ship  is  facilitated  by  an  apparatus  similar  to  that  shown 
by  Krey  (1950). 

4.  A  crucial  part  of  the  procedure  is  washing  the  sea  salt  out  of  the  margin  of 
the  filters.  A  47  mm  filter,  even  though  not  fully  wet  at  the  margin,  and  sucked 
‘  dry  ’  in  the  filter  holder,  can  contain  about  5  mg  salt.  This  salt  cannot  be  entirely 
removed  by  washing  with  the  funnel  in  place.  Five  filters  were  found  to  have  gained 
0-4  mg  ;i:  0-1  mg  dry  weight  due  to  salt  retention. 
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5.  If  the  living  fraction  of  the  scston  is  to  be  analyzed  subsequently,  or  if  the 
plankton  is  supposed  to  make  up  a  sizeable  part  of  the  seston,  lysis  may  be  prevented 
by  washing  with  isotonic  ammonium  formate  solution  instead  of  distilled  water 
(Parsons  et  at.,  1961).  The  ammonium  formate  is  volatilized  in  two  hours  at  105°C. 
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